<table>
<thead>
<tr>
<th>REV</th>
<th>DESCRIPTION OF CHANGE</th>
<th>CHANGE REFERENCE</th>
<th>ORIGINATOR</th>
<th>VERIFIED</th>
<th>APPROVED</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>A</td>
<td>Release</td>
<td>N/A</td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

THE INFORMATION CONTAINED HEREIN IS PROPRIETARY TO LAERDAL AND SHALL NOT BE USED FOR ANY PURPOSE DETRIMENTAL TO OR BE REPRODUCED WITHOUT PERMISSION OF LAERDAL.

REFERENCE
N/A

REPLACES
N/A

REV
N/A

TITLE
DFU Trauma Modules

PRODUCT GROUP
EX-KELLY

TOOL
N/A

PART NO
1001989

REV
A

DOCUMENT NO
PRO-ML03-0050

PAGE
1 of 1

ATTACH
1

REV
A
Trauma Modules

Directions for Use
# Table of Contents

Items Included  
Skills Taught  
Instructions for Use  
Care and Maintenance  
Warranty  
Replacement Parts  

---
Trauma Modules are specifically designed for training professionals in the practice of emergency care.

As a result of quality construction and the ease of replacing individual parts, this simulator should provide many sessions of training when reasonable care and maintenance are practiced.

Items Included:
(1) Trauma Head Cover
(1) Seatbelt Contusion with Compound Fracture Clavicle (Lay-On)
(1) Compound Fracture – Radius (Sleeve)
(1) 1st, 2nd, and 3rd Degree Burn Arm (Left)
(1) Hand with Open Fracture of Index Finger, Exposed Tendons, Multiple Lacerations (Sleeve)
(1) Abdominal Wound with Exposed Viscera (Lay-On)
(1) Impaled Object in Thigh
(1) Compound Fracture - Femur
(1) Crushed Foot with Exposed Bone and Soft Tissue (Right Foot)
(1) Amputation of Small Toe
(1) Projectile Entry/Exit Wounds (Small and Large Caliber – Set of Four)

Skills Taught:
• Wound identification and management

Instructions for Use:
For installation procedures, please refer to the Directions for Use that came with your manikin.
Care and Maintenance:
1. Clean with mild soap and water; do not submerge manikin or parts in cleaning fluids or water.
2. Use only on clean surface. Avoid felt tipped markers, ink pens, acetone, iodine or other staining products and avoid placing the manikin on newsprint or inked lines of any kind.
3. To ensure longevity, each manikin and module should be cleaned after each training session and a general inspection should be conducted regularly.
4. Modules and all other parts should be drained and air-dried thoroughly before storage and disinfected when needed.
5. Articulating parts will benefit from a light application of talcum powder prior to training sessions.
6. Store properly between teaching sessions.

Warranty
Laerdal Medical warrants to the purchaser that its products are free from defects in material and workmanship for a period of one (1) year from the date of purchase by the original user. During the designated one (1) year period, Laerdal Medical will, upon receipt of a product found to be defective due to materials or workmanship from the purchaser and notification in writing of the defect, at its option repair or replace any parts found to be defective or the entire product. Warranty period does not renew with replacement or repair of original product.

Products found to be defective and notification of defects may also be sent to the authorized Laerdal Medical dealer from whom the product was purchased. All postage, shipping or handling charges shall be the sole responsibility of the purchaser.

Laerdal Medical is responsible for the effects of safety, reliability and performance of its product(s) only if:

– service, repair, readjustment or modification is carried out by Laerdal Medical or persons authorized by Laerdal Medical.
– the electrical installation of the room where the product is used complies with pertinent equipment requirements.
– the product is used in the proper manner in strict compliance with its Directions for Use.
Laerdal Medical shall not be liable under this warranty for incidental or consequential damages, or in the event any unauthorized repairs or modifications have been made or attempted, or when the product, or any part thereof, has been damaged by accident, misuse or abuse. This warranty does not cover batteries, fuses, normal wear and tear, excessive use, staining, discoloration or other cosmetic irregularity which does not impede or degrade product performance.

Some states in the USA do not allow the exclusion or limitation of incidental or consequential damages, so those limitations or exclusions may not apply to you.

There are no other express or implied warranties, whether of merchantability, fitness or purpose, or otherwise, on the product, its parts and accessories.
## Replacement Parts:

<table>
<thead>
<tr>
<th>Product Number</th>
<th>Description</th>
</tr>
</thead>
<tbody>
<tr>
<td>381502</td>
<td>FOOT, RIGHT CRUSHED ADULT PADDLE</td>
</tr>
<tr>
<td>381503</td>
<td>DELTOID GUNSHOT LARGE CALIBER ADULT</td>
</tr>
<tr>
<td>381504</td>
<td>DELTOID GUNSHOT SMALL CALIBER ADULT</td>
</tr>
<tr>
<td>381505</td>
<td>VENTROGLUTEAL GUNSHOT SMALL CALIBER ADULT</td>
</tr>
<tr>
<td>381506</td>
<td>GLUTEAL GUNSHOT LARGE CALIBER ADULT</td>
</tr>
<tr>
<td>381507</td>
<td>THIGH IMPALED ADULT</td>
</tr>
<tr>
<td>381508</td>
<td>THIGH OPEN FRACTURE ADULT WOUND, SELTBELT CONTUSION/FRAC CLAVICLE ADULT SKIN, ABDOMINAL W/EXPOSED VISCERA ADULT FOREARM, LEFT W/BURNT HAND ADULT MALE SKIN ASSY, HEAD-ADLT TRAUMA WOUND, L/O-HAND AM RT EXP TEND PNTD WOUND, L/O-FRAC RAD W/DET SKIN PNTD</td>
</tr>
</tbody>
</table>

Please contact Customer Service Representatives for more information on Replacement Parts in other skin tones.

(C) Copyright Medical Plastics Laboratory, Inc., Gatesville TX
Document #1001989 rev A
February 14, 2003